
Quick Start Guide

PSRR Measurement

Step 1-A: Plug in the AC power cord in the back (not shown)

Step 1-B: Turn on the TS200 by press the 

      LINE button

Step 1-C: Enable the output by press the

     ON/OFF button

Step 1D: Turn the OFFSET knob

                to set the DC voltage
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PSRR Measurement Circuit Diagram 
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PSRR Measurement Connection Diagram 

Accel Instruments www.accelinstruments.com

http://www.accelinstruments.com/Applications/TS200/LDO-PSRR.html
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